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Table 1. Contents and storage

Material Components Part. no. Concen. Amount Storage and 
handling

CD44 Rat anti-human/mouse mAb, 
AlexaFluor® 488 Conjugate Kit for 
Live Cell Imaging (Cat. no. A25528)

CD44 Rat anti-human/mouse, 
AlexaFluor® 488 Conjugate A25527 50X 200 µL

• Use aseptic 
technique 

• Store at 
2°C–8°C for up 
to 6 months

• Protect from 
light

• Do not freeze

FluoroBrite™ DMEM A1896701 1X 500 mL

TRA-1-60 Mouse anti-human mAb, 
AlexaFluor® 488 Conjugate Kit for 
Live Cell Imaging (Cat. no. A25618)

TRA-1-60 Mouse anti-human 
mAb, AlexaFluor® 488 Conjugate A25617 50X 200 µL

FluoroBrite™ DMEM A1896701 1X 500 mL

TRA-1-60 Mouse anti-human mAb, 
Alexa Fluor® 555 Conjugate Kit for 
Live Cell Imaging (Cat. no. A24879)

TRA-1-60 Mouse anti-human 
mAb, Alexa Fluor® 555 Conjugate A24874 50X 200 µL

FluoroBrite™ DMEM A1896701 1X 500 mL

TRA-1-60 Mouse anti-human mAb, 
Alexa Fluor® 594 Conjugate Kit for 
Live Cell Imaging (Cat. no. A24882)

TRA-1-60 Mouse anti-human 
mAb, Alexa Fluor® 594 Conjugate A24880 50X 200 µL

FluoroBrite™ DMEM A1896701 1X 500 mL

Approximate fluorescence excitation/emission wavelength maxima: 
Alexa Fluor® 488 Conjugate: Ex/Em 495/519 nm (Green, FITC filter-compatible) 
Alexa Fluor® 555 Conjugate: Ex/Em 555/565 nm (Orange, Cy®3 / TRITC filter-compatible)
Alexa Fluor® 594 Conjugate: Ex/Em 590/617 nm (Red, Texas Red® filter -compatible)

Description

The Stem Cell Antibody Kits for Live Cell Imaging pair together Alexa Fluor® 
dye‑conjugated antibodies against important cell surface stem cell markers with a 
superior imaging medium, FluoroBrite™ DMEM, which enhances fluorescence signals 
while preserving cell health during live‑cell imaging workflows. These reagents are 
specially formulated and sterile‑filtered to meet the demands of live‑cell imaging 
applications: they contain no cytotoxic preservatives (e.g., no sodium azide) and 
are tested to ensure that endotoxin levels are low and that they are free of common 
microbial contaminants. TRA‑1‑60 is commonly used as a positive cell surface marker 
for pluripotent stem cell identification. Fibroblast marker CD44 can be used as a 
negative marker during reprogramming. The combination of both markers is useful for 
identifying fully reprogrammed iPSC colonies.
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Experimental protocol

See Table 2 for recommended volumes.

Caution: Use aseptic technique when handling live‑cell imaging reagents to prevent 
contamination.

1. Centrifuge the dye‑conjugated antibody solution (e.g., 2 minutes at 10,000 × g) and only 
use the supernatant. 

Note: This step minimizes transferring protein aggregates that may have formed during 
storage, thereby reducing non‑specific background staining.

2. Add a 1:50 volume of the dye‑conjugated antibody directly to the cell culture medium 
of the cells to be stained (see Table 2 for guidance). Mix by gentle swirling.

3. Incubate for 30 minutes at 37°C.

4. Remove the staining solution and gently wash the cells 2–3 times with FluoroBrite™ 
DMEM.

5. For optimal results, image the cells immediately (i.e., within 30 minutes).

Note: To continue culturing the cells, replace the FluoroBrite™ DMEM with fresh cell 
culture medium and return the cells to the 37°C incubator.

30 m

3×

Culture format No. of tests* Staining volume Amount of 50X antibody to add

96-well plate 200 50 μL/well 1 μL

48-well plate 100 100 μL/well 2 μL

24-well plate 50 200 μL/well 4 μL

12-well plate 25 400 μL/well 8 μL

6-well plate 10 1 mL/well 20 μL

35-mm dish 10 1 mL/dish 20 μL

60-mm dish 5 2 mL/dish 40 μL

100-mm dish 2 5 mL/dish 100 μL

4-well chamber slide 25 400 μL/well 8 μL

8-well chamber slide 50 200 μL/well 4 μL

* When using the suggested staining volume, this kit contains sufficient reagents for the indicated 
number of tests.

Table 2 Recommended volumes to use during the staining protocol.
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Figure 1 Induced pluripotent stem cells growing on a mouse fibroblast feeder layer were stained with dye-labeled antibodies for cell surface markers TRA-1-60 
(Red, a positive pluripotency marker) and CD44 (Green, a fibroblast marker that also serves as a negative pluripotency marker).

Example data

Product list   Current prices may be obtained from our website or from our Customer Service Department.

Cat. no.  Product name Unit size
A25528 CD44 Rat anti-human/mouse mAb, AlexaFluor® 488 Conjugate Kit for Live Cell Imaging . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  1 kit
A25618 TRA-1-60 Mouse anti-human mAb, AlexaFluor® 488 Conjugate Kit for Live Cell Imaging . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  1 kit
A24879 TRA-1-60 Mouse anti-human mAb, Alexa Fluor® 555 Conjugate Kit for Live Cell Imaging . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  1 kit
A24882 TRA-1-60 Mouse anti-human mAb, Alexa Fluor® 594 Conjugate Kit for Live Cell Imaging . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  1 kit

Related products
A24881 PSC 4-Marker Immunocytochemistry Kit . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  1 kit
A25526 PSC (OCT4, SSEA4) Immunocytochemistry Kit . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  1 kit
A25525 PSC (SOX2, TRA-1-60) Immunocytochemistry Kit . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  1 kit
A25538 3-Germ Layer Immunocytochemistry Kit . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  1 kit
A1896701 FluoroBrite™ DMEM  . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  500 mL
A14353 Alkaline Phosphatase Live Stain . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  50 μL
A15871 TaqMan® hPSC Scorecard™ Kit, FAST 96 well . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  2 plates
A18945 Gibco® Human Episomal iPSC Line . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  1 vial
A16517 CytoTune®-iPS 2.0 Sendai Reprogramming Kit . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  1 pack
A14703 Episomal iPSC Reprogramming Vectors. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  1 kit
A15960 Epi5™ Episomal iPSC Reprogramming Kit . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  1 kit
A1517001 Essential 8® Medium. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  500 mL
A14700 Vitronectin (VTN-N) Recombinant Human Protein, Truncated . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  1 mL
A24354 Human Neural Stem Cell Immunocytochemistry Kit. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  20 tests
A1647801 PSC Neural Induction Medium. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  500 mL
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Purchaser notification

These high-quality reagents and materials must be used by, or directl y under the super vision of, a tech nically qualified individual experienced in handling potentially hazardous chemicals. 
Read the Safety Data Sheet provided for each product; other regulatory considerations may apply.

Obtaining support 
For the latest services and support information for all locations, go to www.lifetechnologies.com.

At the website, you can:
• Access worldwide telephone and fax numbers to contact Technical Support and Sales facilities
• Search through frequently asked questions (FAQs)
• Submit a question directly to Technical Support (techsupport@lifetech.com)
• Search for user documents, SDSs, vector maps and sequences, application notes, formulations, handbooks, certificates of analysis, citations, and other product support 

documents
• Obtain information about customer training
• Download software updates and patches 

SDS 
Safety Data Sheets (SDSs) are available at www.lifetechnologies.com/sds.

Certificate of Analysis 
The Certificate of Analysis provides detailed quality control and product qualification information for each product. Certificates of Analysis are available on our website.  
Go to www.lifetechnologies.com/support and search for the Certificate of Analysis by product lot number, which is printed on the product packaging (tube, pouch, or box).

Limited product warranty 
Life Technologies Corporation and/or its affiliate(s) warrant their products as set forth in the Life Technologies’ General Terms and Conditions of Sale found on Life Technologies’ 
website at www.lifetechnologies.com/termsandconditions.  If you have any questions, please contact Life Technologies at www.lifetechnologies.com/support.

Disclaimer 
LIFE TECHNOLOGIES CORPORATION AND/OR ITS AFFILIATE(S) DISCLAIM ALL WARRANTIES WITH RESPECT TO THIS DOCUMENT, EXPRESSED OR IMPLIED, INCLUDING BUT 
NOT LIMITED TO THOSE OF MERCHANTABILITY, FITNESS FOR A PARTICULAR PURPOSE, OR NON-INFRINGEMENT.  TO THE EXTENT ALLOWED BY LAW, IN NO EVENT SHALL 
LIFE TECHNOLOGIES AND/OR ITS AFFILIATE(S) BE LIABLE, WHETHER IN CONTRACT, TORT, WARRANTY, OR UNDER ANY STATUTE OR ON ANY OTHER BASIS FOR SPECIAL, 
INCIDENTAL, INDIRECT, PUNITIVE, MULTIPLE OR CONSEQUENTIAL DAMAGES IN CONNECTION WITH OR ARISING FROM THIS DOCUMENT, INCLUDING BUT NOT LIMITED TO 
THE USE THEREOF.

Important licensing information 
These products may be covered by one or more Limited Use Label Licenses. By use of these products, you accept the terms and conditions of all applicable Limited Use Label 
Licenses.

All trademarks are the property of Thermo Fisher Scientific and its subsidiaries unless otherwise specified. 

Cy is a registered trademark of GE Healthcare UK, Ltd. TaqMan is a registered trademark of Roche Molecular Systems, Inc., used under permission and license. CytoTune is a 
registered trademark of DNAVEC Corporation. Essential 8 is a registered trademark of Cellular Dynamics International, Inc. 

©2014 Thermo Fisher Scientific Inc. All rights reserved.  
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